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ABSTRACT 
Intracranial aneurysm occurs when a cerebral artery 
develops an abnormal sac-like dilatation, and will 
cause massive bleeding in the subarachnoid space 
upon rupture. Endovascular stenting is a minimally 
invasive procedure in which a flow-diverting stent is 
deployed to cover the aneurysm neck, thereby re- 
stricting blood from entering the aneurysm and re- 
ducing the risk of rupture. The stent porosity, a cru- 
cial factor determining the intra-aneurysmal hemo- 
dynamics following treatment, is investigated by com- 
putational fluid dynamics techniques. Based on the 
computational results, a low porosity stent will dra- 
matically reduce the flow velocity and the flow rate 
inside the side branch vessel. Conversely, a high po- 
rosity stent may not provide adequate flow reduction 
inside the aneurysm, possibly causing treatment fail- 
ure. An advisable range of optimal stent porosity 
would be 60% to 75%, which can drastically reduce 
the flow rate into the aneurysm while preserving 
enough blood flow for the side branch vessel. Clini- 
cally, deployment of two or more flow-diverting stents 
may not increase treatment efficacy but can poten- 
tially lead to adverse effects due to side-branch hy- 
poperfusion. The present quantitative analysis can 
also provide practical insight for future stent design.  
 
Keywords: Intracranial aneurysm; Endovascular  
Treatment; Stent; Stent Porosity; Computational Fluid 
Dynamics 
1. INTRODUCTION 
Aneurysms are abnormal focal dilatations of human  
blood vessels that may constitute dangerous pathological 
conditions. Intracranial aneurysms are commonly found 
near the Circle of Willis in the brain. The weakened 
aneurysmal wall may rupture and will cause severe su- 
barachnoid hemorrhage (a kind of severe hemorrhagic 
stroke) [1,2]. The prevalence of intracranial aneurysm is 
about 5% [2,3], and this is associated with high mortality 
and morbidity rates upon rupture [1,2,4]. 
Saccular intracranial aneurysms are commonly located 
near the bifurcation point of the arteries [4-6]. The ulti- 
mate goals of treatment are the obliteration of the aneu- 
rysmal lumen and reduced risk of rupture. In open sur- 
gery procedure, applying a clip across the neck of aneu- 
rysm will occlude the inflow of blood into the aneurysm. 
With the development of endovascular intervention tech- 
nique in the past two decades, most aneurysm sacs can 
now be occluded by micro-coils, which are delivered 
through intravascular microcatheters. When the lumen of 
aneurysm is occluded, blood from the main circulation 
cannot enter and the risk of rupture is mitigated. Another 
recent development is the flow-diverting stent, which is 
deployed in the segment of vessel harbouring the aneu- 
rysm [7]. This stent vastly reduces the blood flow enter- 
ing the aneurysm and induces flow stasis inside the sac. 
As the aneurysmal sac becomes isolated from the blood 
circulation, risk of aneurysm rupture is thus reduced [8]. 
Consequently, the effect of endovascular stenting on the 
hemodynamics within the aneurysm and the nearby vas- 
culature is of clinical significance and deserves careful 
studies.  
The porosity of the stent is important. A stent of low 
porosity will drastically reduce the flow entering the an- 
eurysm, but may also lead to significant flow reduction 
in the side branch, resulting in possibly permanent dam-  
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age of the organs downstream. Complete occlusion of the 
side branch vessel might also occur after stenting in ex- 
treme cases [9]. Consequently, the flow-diverting stent 
should be designed such that flow inside the aneurysm is 
minimized while sufficient flow to the side branch is 
preserved.  
This paper is the first report which investigates a wide 
range of stent porosity for the bifurcation model, a com- 
mon geometry of an intracranial aneurysm, under pulsa- 
tile flow condition. Flows in both the aneurysm and the 
side branch vessel are considered. The issue of optimal 
stent porosity will be addressed quantitatively by per- 
forming computational fluid dynamics (CFD) simula- 
tions. In fact, computational investigation with finite ele- 
ment or finite volume approach is a widely used non- 
invasive tool in medical engineering [10-14].  
Indeed, intensive CFD studies of intracranial aneu- 
rysm have been performed earlier in the literature. Perk- 
told et al. analyzed the flow rates in a Y-shaped model 
under pre-stenting situation [6]. Liou et al. studied helix 
and mesh types stent configurations [15]. Seshadhri et al. 
tested the Neuroform stents and the Silk stent with steady 
blood flow conditions [16]. In addition, Shobayashi et al. 
investigated several stent designs with closed-cell struc- 
ture mechanically using the finite element method (FEM) 
[17]. Babiker et al. compared different stent configura- 
tions using a bifurcation model without testing the stent 
porosity quantitatively [18]. Bernardini et al. determined 
the hemodynamics of post-stenting cerebral aneurysm by 
different computational approaches [19,20]. Moreover, 
the geometry of the aneurysm and the parent vessel vas- 
culature had also been studied [21-24].  
On the other hand, investigations of varying stent po- 
rosity had been carried out without a bifurcation of blood 
vessels. Experiments using particle image velocimetry 
were conducted to visualize the blood flow. Yu et al. 
tested the porosity of stents and springs ranging from 
45% to 78% using the steady flow assumptions [25]. 
Rhee et al. considered lateral and fusiform aneurysm 
models, and compared stents with porosity of 79% and 
86% [26]. Furthermore, Lieber et al. focused on the stent 
porosity ranging from 76% to 85%. The results sug- 
gested that a low porosity stent could lead to a reduction 
in aneurysmal vortex speed and smaller interaction with 
the parent vessel flow in both large and small arteries 
[27]. Augsburger et al. investigated stent porosity of 45% 
to 100%, and concluded that a low porosity stent could 
reduce the intra-aneurysmal flow significantly [28]. Liou 
et al. examined a range of stent porosities from 25% to 
100% using CFD and experiments, and claimed that a 
stent with extremely low porosity might not reduce the 
aneurysm inflow rate very effectively [29]. Kim et al. 
studied the multiple stent deployment with patient spe- 
cific model, and concluded that stent design and porosity  
were important in altering the hemodynamic parameters 
of the aneurysm [30]. These studies mainly focused on 
sidewall aneurysms being located on a straight blood 
vessel, without considering a side branch vessel nearby. 
Janiga et al. tested two stent porosities and different stent 
locations with patient specific models [31]. From a cli- 
nical perspective, Sadasivan et al. deployed flow-divert- 
ing stents in intracranial aneurysms in rabbits. Both stent 
porosities and variations with the actual number of pores 
per unit area were tested. However, the stent porosity 
studied was limited to a 65% to 70% range [32]. 
The Pipeline Embolization Device (PED) is a com- 
mercially available flow-diverting stent with a metallic 
surface coverage ranging from 30% to 35%, which im- 
plies a stent porosity of 65% to 70% [33]. A Silk stent, 
however, would have a lower porosity ranging from 45% 
to 65% [34]. Other products like Neuroform stent can 
have porosities of 67% and 83% [16]. High porosity de- 
vice like the Wallstent and the Tristar stent will have po- 
rosities of 82% and 84%, respectively [35]. During the 
clinical operation, surgeons can adjust the effective po- 
rosity by controlling the number of stents deployed at the 
same position [9]. If two flow-diverting stents are im- 
planted at the same position, the metallic surface cover- 
age at the neck of the aneurysm increases almost twofold, 
and will thus reduce the porosity by half [36,37].  
The objective of our study is to investigate the blood 
flow dynamics of stent deployment in an idealized 
Y-shaped configuration, a common geometry of the cere- 
bral arteries [1]. Nine different values of porosity, rang- 
ing from 35% to 100%, are tested. In addition, the flow 
velocities and the volume flow rates for different stent 
porosities are evaluated, providing quantitative informa- 
tion for side branch perfusion and rupture risk assess- 
ment. The shear stress levels near the aneurysm neck are 
also assessed, as extremely low level of such stresses 
may lead to long term damage of endothelial cells or 
other undesirable pathological consequences [38-41]. 
Shear forces acting on the stent along the flow direction 
are important, as they might cause stent migration and 
eventually treatment failure [42,43]. 
2. METHODS 
Hemodynamics of the cardiovascular system is generally 
difficult to analyze, mainly due to the highly irregular 
vasculature geometry and the pulsatile nature of blood 
flow. Computational fluid dynamics techniques and in- 
creasingly sophisticated software are frequently em- 
ployed recently to assist clinical personnel in making 
therapeutic decision, as in vivo measurements are usually 
difficult to conduct. 
Three pieces of software were adopted in the current 
study. A computer-aided design software SOLIDWORKS  
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2011 (Concorde, Massachusetts, USA) was used to gen- 
erate a high quality three-dimensional model. The task of 
mesh generation with mesh quality control was per- 
formed by GAMBIT 2.4.6 (developed by FLUENT). For 
the task of blood flow simulation, the software FLUENT 
6.3.26 (ANSYS, Canonsburg, Pennsylvania, USA) had 
been utilized. 
2.1. Geometrical Model 
An idealized configuration with an aneurysm located 
near the tip of a bifurcation (Figure 1(a)), which com- 
monly occurs in many patients, is adopted as the nu- 
merical model [6]. Referring to real human anatomy, the 
diameters of the proximal parent artery (position “A”), 
the side branch vessel on the left (position “B”) and the 
distal parent vessel on the right (position “C”), were set 
with values of 4 mm, 3 mm and 3 mm, respectively. The 
dimensions for the height, dome (maximum diameter) 
and the neck of the aneurysm were set as 15 mm, 15 mm 
and 5 mm, respectively (Figure 1(a)). The aspect ratio 
(aneurysm height/aneurysm neck) thus attained the value 
of 3. From previous studies [44-46], such high aspect 
ratio intracranial aneurysms may suffer from a higher 
chance of rupture.  
Simulating endovascular treatment of aneurysm, a 
flow-diverting stent is deployed to cover the aneurysm 
neck and the side branch vessel on the left (Figure 1(b)) 
[47]. The porosity of the stent will then be varied from 
35% to 100%. The 100% porosity case implies a non- 
stenting situation, and the 35% porosity represents the 
two Pipeline stents situation, with metallic surface cov- 
erage almost doubling that of the one-stent case. 
The stent is a mesh-like device, which is constructed 
via the software SOLIDWORKS, and the stent would 
conform to the vessel curvature. Each closed-cell is pos- 
tulated to be the shape of a rhombus, which is a reason- 
able assumption for both Pipeline stent and Silk stent. 
The stent thickness and the width of each stent strut were 
0.1 mm and 0.07 mm, respectively. In fact, a commercial 
stent can have a stent strut size ranging from 0.03 mm 
(Silk stent) to 0.1 mm (Neuroform stent) [16]. The size 
of the rhombus would be varied to produce the necessary 
range of porosity from 35% to 100% (Figure 1(c)). Fur- 
thermore, the thickness of the stent is assumed to be con- 
stant. The elasticity of the stent is ignored here, and 
would be addressed in future research. 
2.2. Governing Equations 
The three dimensional fluid flow is governed by the 
continuity equation and the Navier-Stokes (NS) equa- 
tions [1] (as usual, repeated indices = summation): 
0i
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x
  ,                (1) 
 
(a) 
 
(b) 
 
(c) 
Figure 1. Intracranial aneurysm model considered in this in- 
vestigation. (a) Geometry and dimensions; A, B, and C res- 
pectively denote proximal parent artery, side branch vessel, and 
distal parent artery; (b) Illustration of stent deployment that 
encompasses the aneurysm neck in the distal parent artery; (c) 
Three dimensional perspective of intracranial aneurysm model 
with stent porosities ranging from 35% to 100% (the last case is 
essentially the pre-deployment scenario). 
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where ui (i = 1, 2, 3) are the components of the velocity 
vector, ρ = fluid density, p = pressure, and τij = normal 
and shear stresses. These equations are iteratively solved 
by the unsteady flow solver of the software FLUENT. 
The time step size is set to be 0.001 second, with a con- 
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tinuity residual error of 10−6. 
2.3. Spatial Grid Sizes 
To preserve proper resolution, the number of elements 
should be carefully selected. Here, the spatial grid size 
ranged from 0.032 mm to 0.3 mm, due to the variation of 
the complexity of the pre-operation (nonstented) and 
post-operation (stented) models. Tetrahedral elements 
are employed [16,31]. For the stented models, further re- 
finement of the spatial grid size is essential for low stent 
porosity cases in order to maintain the quality of the 
mesh. The numbers of elements are indicated in Table 1.  
The accuracy of the computational results was vali- 
dated by performing mesh independence tests. The pre- 
operative configuration and the 89% porosity case were 
taken as representative examples. For each model, three 
different grid sizes were tested and the results were sum- 
marized in Table 2. From these data, the models with 
780,903 grids (porosity = 100%) and 2,007,881 grids 
(porosity = 89%) were taken as sufficiently accurate, as 
the results are unlikely to be altered by further mesh re- 
finement. 
2.4. Fluid Properties and Boundary Conditions 
Blood plasma is treated as a continuum. All the sus- 
pended particles, like the blood cells and platelets, were 
ignored since they are small compared to the size of the 
blood vessels (3 - 4 mm). In addition, blood is assumed 
to be an incompressible and Newtonian fluid [39]. The 
density and the dynamic viscosity were assumed to be 
1060 kg·m−3 and 0.0035 kg·m−1·s−1 respectively [48,49].  
A widely used scheme of imposing velocity inlet and 
pressure outlet boundary conditions is adopted. A velo- 
city profile pulsatile in time (but uniform in space) (Fig- 
ure 2(a)) is prescribed at the inlet [10,50,51]. Similarly, 
a pulsatile pressure waveform with realistic blood pres- 
sure of 122/82 mmHg (1 mmHg = 133.3 Pa) is imposed 
at the outlets (Figure 2(b)) [51,52]. Moreover, all the 
vessel walls are assumed to be rigid and satisfy the no- 
slip condition [53].  
The cardiac cycle (T) was selected as 0.8 second, as- 
suming a patient with a heart rate of 75 beats per minute 
[51,52]. At the moment of systole (t/T = 0.25), the Rey- 
nolds number is 215, based on the diameter of inlet (4 
mm), the peak velocity (0.178 m·s−1) and the blood vis- 
cosity (0.0035 kg·m−1·s−1) [54,55]. Thus the flow can be 
treated as laminar. In addition, the Womersley number, a 
dimensionless parameter indicating the pulsating effect 
of the flow, is 6.2.  
The results reported here are referring to data ex- 
tracted during the third cycle of computations, since peri- 
odic output can typically be produced after two cycles of 
calculations. Furthermore, unless specified otherwise, the 
properties stated subsequently are those at the moment of 
systole, i.e. t/T = 0.25.  
3. RESULTS AND DISCUSSIONS 
A stent of low porosity will achieve reduction of flow 
into the aneurysm, but may unfortunately impede blood 
supply to the side branch as well. Hence attaining an 
optimal stent porosity is critical, and the simulation re- 
sults presented below demonstrate that a porosity in the 
range of 60% to 75% might be optimal. Relevant factors 
to consider are 1) velocity and pressure inside the aneu- 
rysm and in the side branch vessel; 2) wall shear stress 
on the aneurysmal wall and the vessel walls; 3) stent 
migration force; and 4) volume flow rates into the aneu- 
rysm and the side branch vessel. 
3.1. Velocity and Pressure 
Both the flow patterns (streamline contours) and the 
magnitude of velocity are dramatically altered by the 
metallic stent (Figure 3). Before stenting, the flow will 
impinge onto the distal neck of the aneurysm and even- 
tually will leave the aneurysm through the proximal neck. 
The flow pattern, however, changes completely after 
stenting. For the post-operative cases, blood enters the 
aneurysm near the proximal neck while leaving the an- 
eurysm near the distal neck, and the flow speed near the 
apex of the aneurysm is suppressed. These flow patterns 
are remarkably similar to the results obtained by Liou et 
al. [29]  
After stenting, the maximum velocity near the stent 
ranges from 0.305 m·s−1 (porosity of 35%) to 0.318 
m·s−1 (porosity of 89%). This can be contrasted with a 
value of 0.277 m·s−1 in that area for the pre-operation 
model. This small increment in flow speed results from 
the local reduction of area due to the stent, but is unlikely 
to cause severe damage to the aneurysm wall. 
As expected, the maximum flow velocity in the side 
branch is reduced after stenting, and drops dramatically 
when the stent porosity decreases (Figure 4(a)). This ve- 
 
Table 1. Number of elements for various stent porosities. 
Stent Porosity Number of Elements 
100% (pre-operation case) 780,903 
89% 2,007,881 
86% 2,089,986 
80% 2,196,026 
74% 2,424,983 
70% 2,393,176 
66% 2,404,887 
50% 2,510,062 
35% 3,129,593  
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Table 2. Mesh independence tests of the study. 
Stent Porosity Number of Elements Pressure drop between inlet and  outlets at systole (mmHg) 
Maximum flow velocity in the side  
branch at systole (m·s−1) 
446,927 1.42 0.287 
780,903 1.39 0.292 100% (pre-operation case) 
1,169,774 1.39 0.292 
1,404,746 1.48 0.272 
2,007,881 1.46 0.276 89% 
2,720,237 1.46 0.276 
 
 
 
(a) 
 
(a) 
 
(b) 
Figure 3. Stent porosity significantly modifies flow patterns in 
the intracranial aneurysm model. Contour maps at peak systole 
(t/T = 0.25) are shown for: (a) Flow velocity; (b) Intraluminal 
pressure. As the stent porosity decreases from 100% (non- 
stented) to 35%, the flow velocity in the side branch was re- 
duced, while the pressure differential decreased inside the an- 
eurysm (see also Figure 4). 
 
(b) tically altered.  
Pressure gradient is another critical parameter in de- 
termining the flow inside the intracranial aneurysm (Fig- 
ure 3). The maximum pressure differential within the an- 
eurysm is 19 Pa before stenting. However, this pressure 
differential drops to the range of 2.9 Pa (porosity = 35%) 
to 12.1 Pa (porosity = 89%) after stenting (Figure 4(b)). 
As a greater pressure differential implies a larger ten- 
dency for fluid motion, i.e., an insufficient flow reduction 
Figure 2. Pulsatile blood flow waveform prescribed in the 
CFD model: (a) Velocity inlet; (b) Pressure outlet. 
 
locity is measured at the outlet of the vessel. For a stent 
of low porosity, the flow velocity is reduced by up to 
50% as compared to the pre-operative situation. Con- 
sequently, an extremely low porosity stent might not be 
desirable as the flow inside the side branch will be dras- 
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(a) 
 
(b) 
Figure 4. Changes in flow velocity and aneurysm pres- 
sure as a function of stent porosity. In (a) CFD-derived 
peak systolic flow velocity values are shown for the 
side branch vessel and distal parent artery; increasing 
imbalance between the two branches can be noticed as 
stent porosity decreases. In (b) the pressure differential 
inside the aneurysm is plotted; the differential is gener- 
ally smaller at low stent porosities. 
 
inside the aneurysm, a high porosity stent might not be 
favorable for endovascular treatment. 
The porosity of the stent would also modify the pres- 
sure drop between the inlet region (A, Figure 1(a)) and 
the outlet regions (B, C, Figure 1(a)). Before stent im- 
plantation, the pressure drop is relatively small (1.39 
mmHg). However, for the post-operation stage, the pres- 
sure drop would range from 1.46 mmHg (porosity = 89%) 
to 1.99 mmHg (porosity = 35%). This indicates that en- 
dovascular stenting increases the resistance of blood flow 
motion into the normal side branch. A stent of very low 
porosity is even more undesirable, as any reduction in 
the overall blood pressure due to physiological or patho- 
logical changes might hinder blood flow into the normal 
side branch, thus causing tissue ischemia.  
3.2. Wall Shear Stress 
The effect of wall shear stress (WSS) in vascular biology 
had been studied intensively earlier in the literature. Ty- 
pically, a low WSS would damage the endothelial cells 
of the vessel wall, perhaps ultimately causing atheroscle- 
rosis and plaque formation [38].   
For an unruptured aneurysm, deployment of a metallic 
stent might alter the WSS on the aneurysm wall, leading 
to long term damage of the endothelial cells and possibly 
rupture of the aneurysm. Consequently the WSS at the 
neck of the aneurysm is analyzed before and after stent- 
ing, as the stent is located adjacent to the neck. The 
variation of WSS at the neck of the aneurysm for differ- 
ent stent porosities is indicated in Figure 5(a). Generally 
speaking, the maximum shear stress at proximal and dis- 
tal necks (Figure 1(b)) will increase after stenting, but 
the shear stress at the distal neck still remains at a rela- 
tively low value except for the special porosity range of 
75% to 80%. 
Consideration of the WSS on the side branch vessel 
and the distal parent vessel also substantiate our under- 
standing of the flow dynamics (Figure 5(b)). With a 
stent of low porosity, less fluid can pass through the stent 
and flow into the side branch. This reduction in flow 
volume results in a smaller shear stress. This severe re- 
duction of flow might lead to an undesirable hemody- 
namic environment and adverse pathological conse- 
quences. On the other hand, from conservation of mass, 
the flow along the distal parent vessel must increase, 
leading to a higher shear stress. Hence careful considera- 
tion of rupture risk and follow-up clinical investigation 
would be recommended.  
3.3. Stent Migration Force 
An important clinical concern is the risk of stent migra- 
tion, leading to failure of the endovascular procedure as 
the neck of the aneurysm would no longer be covered by 
the metallic stent. This question can be addressed by cal- 
culating the shear force per unit area acting on the stent 
along the flow direction. Based on the simulation results, 
this value drops almost linearly with the stent porosity, 
and ranges from 11.55 N·m−2 (porosity = 89%) to 5.33 
N·m−2 (porosity = 35%). Consequently, a high porosity 
stent might pose a greater risk of stent migration, and 
long term follow-up of the patients are necessary.  
3.4. Volume Flow Rates 
Flow-diverting stent can minimize the flow rate into the 
aneurysm, but will also preserve sufficient blood flow in 
the side branch vessel for the downstream cells and or- 
gans. The efficiency of the stent will, however, vary no- 
tably with the stent porosity. As the aneurysm is a closed  
region, the net inflow and outflow must sum to zero al- 
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gebraically over one cardiac cycle. To measure the mean 
volume flow rate entering and leaving the aneurysm 
quantitatively, the integral of the absolute value of the 
axial velocity (velocity component perpendicular to the 
neck) is evaluated over a cardiac cycle, moderated by the 
factor of 1/2, to account for the flow reversal represented 
only by the absolute value: 
1
2 2
t T t T
t t
V A AQ dt
T T
   V dt ,      (3) 
where Q is the mean volume flow rate (m3·s−1), T is the 
cardiac cycle (taken as 0.8 second), V  is the spatial- 
averaged absolute axial velocity at the neck region 
(m·s−1), A is the cross-sectional area of the neck (m2), 
and t is an arbitrary time instant. 
 
 
(a) 
 
(b) 
Figure 5. Stent porosity affects the maximum 
wall shear stress at various locations in the intra- 
cranial aneurysm model. Results are shown for: 
(a) Proximal and distal necks of the aneurysm 
(abnormal variations are evident over the 75% - 
80% stent porosity range); (b) Side branch vessel 
and distal parent artery (difference between the 
two branches increases as stent porosity drops). 
Figure 6 depicts the absolute axial velocity V  
throughout the cardiac cycle. This absolute axial velocity 
remains high before the operation, while it would be re- 
duced after stenting, and the reduction depends on the 
stent porosity. Generally, a high/low porosity stent will 
have greater/smaller absolute axial velocity. Furthermore, 
the mean volume flow rates (in ml·s−1; 1 m3·s−1 = 
1,000,000 ml·s−1) entering the aneurysm for various stent 
porosities are shown in Figure 7(a). As the stent porosity 
becomes smaller, the mean volume flow rate into the 
aneurysm decreases drastically. However, the curve flat- 
tens when the porosity is low, indicating that further re- 
duction in stent porosity by the deployment of multiple 
stents is unlikely to reduce the flow rate into the aneu- 
rysm significantly. 
Another issue of clinical interest would be the flow re- 
duction of the side branch vessel nearby. In Figure 7(b), 
the mean volume flow rates inside the side branch vessel 
and the distal parent artery are plotted. Due to the pres- 
ence of the flow-diverting stent, blood is directed to the 
distal parent artery. This effect becomes more notable as 
stent porosity decreases, and might lead to occlusion of 
the side branch vessel. 
The percentages of original flow rate inside the aneu- 
rysm and the side branch vessel are portrayed in Figure 
8. This provides sufficient indication that the optimal 
stent porosity would fall within a range of 60% to 75%, 
as the flow rate reduction of the side branch vessel would 
be lower than that in the aneurysm. This would be the 
ideal hemodynamic environment, since flow reduction 
inside the aneurysm might induce flow stasis and 
thrombosis, while blood flow inside the side branch ves- 
sel is preserved for nutrition and oxygen supply to the 
downstream tissues. This supports the claim that a low 
porosity stent might cause undesirable outcomes. Conse-  
 
 
Figure 6. Absolute axial velocity of blood flow at the 
neck region over a complete cardiac cycle (normalized 
with respect to cardiac period T). The velocity generally 
drops as the stent porosity decreases. 
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    (a)                                                 (b) 
Figure 7. Mean volume flow rate variations in the intracranial aneurysm model as a function of stent porosity. 
(a) CFD-derived values at the aneurysm neck; as stent porosity decreases, significant drop in the flow rate en- 
tering the aneurysm can be observed; (b) Corresponding results for the side branch vessel and distal parent ar- 
tery; at lower stent porosities, mean volume flow rate decreases in the side branch vessel and increases in the 
distal parent artery. 
 
man cardiovascular system, e.g. lumped parameter mod- 
els [56] and magnetic resonance imaging techniques [57]. 
In this paper we demonstrate that computational contin- 
uum mechanics can be profitably utilized too. More pre- 
cisely, intracranial aneurysms can be treated clinically by 
implantation of a flow-diverting stent, which is becom- 
ing a promising therapeutic modality. By considering an 
idealized Y-shaped intracranial aneurysm model, the un- 
derlying hemodynamics can be determined through com- 
putational fluid dynamics studies. The optimal porosity 
of the stent is examined quantitatively by analyzing the 
blood flow into the aneurysm and the flow rate inside the 
side branch vessel. Results from these simulations lead to 
the conjecture that a flow-diverting stent with porosity in 
the range of 60% to 75% would be most desirable. Com- 
putational results supporting this argument are: 
 
Figure 8. Stent-porosity-dependent flow reduction in- 
side the aneurysm and side branch. Results are shown 
in terms of percentage of original volume flow rate. 
 The maximum flow velocity inside the side branch 
vessel is vastly reduced by low stent porosity, poten- 
tially resulting in insufficient supply of nutrients and 
oxygen downstream.  
 
quently, deployment of two or more flow-diverting stents 
at the same position might not be advisable, and careful 
follow-up inspection is of vital importance. The results 
are in fact consistent with those obtained previously in 
the literature [29]. This quantitative analysis would defi- 
nitely provide valuable information for making surgical 
decision and for future endovascular stent design and de- 
velopment. 
 The maximum pressure differential inside the aneu- 
rysm still remains high for high stent porosity, which 
implies that the flow reduction inside the aneurysm is 
not substantial. 
 The pressure drop between the inlet region and the 
outlet regions will go up substantially for low stent 
porosity. This will increase the chance of disruption 
of flow in the healthy side branch or even stroke if 
blood pressure is not maintained. 4. CONCLUSIONS 
 Low wall shear stress (WSS) is believed to cause 
abnormal endothelial cells functions and other patho- 
logical consequences. Here, the maximum shear 
As diseases of the blood vessels constitute a major cause 
of mortality and morbidity, many theoretical and expe- 
rimental methods have been employed to study the hu-  
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stress at the proximal and distal necks will generally 
increase after stenting, but the shear stress at the dis- 
tal neck still remains at a relatively low regime except 
for the porosity range of 75% to 80%. 
 As the flow inside the side branch vessel is signifi- 
cantly altered by a low porosity stent, the WSS on 
that vessel is also greatly reduced, potentially increas- 
ing the risk of long term damage of the vessel wall. 
 The shear force per unit area acting on a high porosity 
stent is greater, meaning an enhanced risk of stent mi- 
gration. Consequently, long term follow-up monitor- 
ing should be considered. 
 Regarding the mean volume flow rate, the flow re- 
duction inside the aneurysm becomes “saturated” 
when the porosity is low. The flow rate inside the 
side branch vessel, however, drops drastically with 
the stent porosity.  
The present computational study can certainly provide 
useful information for clinicians to assess the effect of 
different stent porosities on the hemodynamics of this 
therapeutic condition. In clinical practice, deployment of 
two or more stents at the same position should be con- 
sidered carefully, as the effective porosity becomes low 
and might result in adverse consequences.  
Finally, remarks are given concerning the limitations 
in this study. Firstly, although the implantation of the 
stent would alter the blood flow rate in the side branch, 
there might be compensatory autoregulation of the cere- 
bral vasculature. This effect, however, is not considered 
here. Moreover, there is still no clinical evidence to cor- 
relate the absolute flow rate reduction of the side branch 
vessel with tissue ischemia. Furthermore, the present 
conclusions might be applicable to this particular model 
only. Consequently, it is worthwhile to test different an- 
eurysm configurations, for example, wide neck aneu- 
rysms. Nevertheless, the insight of how porosity of the 
stent alters the hemodynamics in this pathological condi- 
tion can still be gained from the present study. 
From the perspective of future works, trends predicted 
by these numerical results may be tested and verified in 
the laboratory by fabricating intracranial aneurysm phan- 
tom models through rapid prototyping. Preferably, these 
models would be reconstructed from patient-specific im- 
aging data. Flow of blood mimicking fluid can then be 
quantitatively measured by flow visualization or ultra- 
sonography. Since an elastic soft material will be utilized, 
further insight including the effects of an elastic vessel 
wall can be gained. High-frame-rate ultrasound imaging 
techniques can be employed, which allows almost real- 
time flow visualization. The deployment of the virtual 
flow-diverting stent may predict the post-stenting condi- 
tion before the actual surgical procedure, which provides 
clinicians with valuable information for treatment plan- 
ning and subsequent patient care. 
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